From these two signals, we measure pulse transit time through which we can obtain systolic and diastolic blood pressure through regression techniques. In this study, we investigate various functions to perform the training to obtain blood pressure. We validate measurements on different postures and subjects, and show the value of training the device to each posture and each subject. We observed that the average RMSE between the measured actual systolic BP and calculated systolic BP is between 7.83 to 9.37 mmHg across 11 subjects. The corresponding range of error for diastolic BP is 5.77 to 6.90 mmHg. The system can also automatically detect the arm position of the user using an accelerometer with an average accuracy of 98%, to make sure that the sensor is kept at the proper height. This system, called BioWatch, can potentially be a unified solution for heart rate, SPO2 and continuous BP monitoring.
(CDC), heart disease is the leading cause of death for both men and women. According to CDC about 600 000 people die of heart disease in the United States every year which is one in every four deaths [1] . One of the most important and easiest ways to keep track of the heart's health is by monitoring blood pressure (BP). With the increased interest in personal health monitoring products and development of new wearable sensors, a continuous noninvasive wearable BP device would be a great asset for a health enthusiast or someone who is diagnosed with heart-related ailments. Even though different studies have proposed noninvasive solutions like measuring BP from the pulse transit time (PTT) [2] or from the radial artery [3] , [4] , an easily wearable product for this purpose is still not available in the market. Such a device should not only provide accurate and reliable readings of BP but also be easy to use in a convenient form factor that does not unduly burden the user for daily use. Gearing toward this goal, we dedicated our effort to develop a noninvasive wearable BP monitoring device using PTT.
Over the years researchers have observed that PTT correlates well with systolic BP (SBP) [5] [6] [7] [8] . Since PTT can be calculated using electrocardiogram (ECG) and photoplethysmogram (PPG) [9] , it can be leveraged to obtain a continuous and noninvasive measurement of SBP. Diastolic BP (DBP) on the other hand has been shown in previous studies, such as [5] , to not correlate as well with PTT. This was also confirmed by our own experiments described later in this study. However, we can get around this restriction by using pulse pressure (PP) instead. PP is simply the difference between SBP and DBP and it has been shown to correlate better with PTT [8] , [10] . So once we estimate SBP and PP through regression techniques, we can obtain DBP using simple subtraction.
In order to measure PTT, we need the ECG and PPG; in many of the previous studies, the modules which measured these two signals were separate. This arrangement results in the challenge of proper synchronization and these systems were not independently wearable [11] , [12] . Among the studies which tried to introduce wearable BP measurement devices, the wearable solution in [13] is not convenient enough because of its wired connection extension to the other arm, which will be uncomfortable if worn all day and the study by Kim and Lee [14] did not provide a clear validation on the measured BP. In this paper, we present BioWatch, a wearable device in the form of a wrist watch that can monitor the user's BP noninvasively. BioWatch can also monitor heart rate using either ECG or PPG and measure blood oxygenation by easily replacing the PPG sensors with a different set. The system uses bluetooth for wireless transmission which makes BioWatch an easily wearable device. Fig. 1 shows BioWatch worn by a person. The user wears it on the left hand and touches the ECG electrode with the right hand to complete the electrical connection for the ECG.
While this study focuses on the relationship between PTT and BP, it must be noted that there are studies which show that there are other PPG characteristics which also correlate with BP. In [10] , it is shown that the RSD (the time ratio of systole to diastole), RtArea (area ratio of systole to diastole), TmBB (time span of PPG cycle) and TmCA (diastolic duration) are also correlated with BP. According to this paper, using more than one of these indices will improve the BP estimation. However, the PPG data in the above mentioned study are collected at the fingertip while the PPG collected in our experiments is from the wrist. PPG waveforms acquired from different positions of body can be different in appearance, which in turn can affect the recognition and validity of certain features. Therefore, more extensive analysis is required in order to fully explore the possibilities of using alternate features with a wrist-based PPG. The scope of this study is focused on wearable system design and development of techniques to translate PTT to BP.
The human body is complex and there are many physiological factors, such as physical characteristics of blood vessels, which influence BP and PTT. Some studies show that factors like mood or mental stress [15] , race [16] and posture can influence BP or PTT [17] [18] [19] . The effect of these varies from individual to individual and can change with age or health conditions in each individual. Because of these different and complex factors, coming up with a single solution for accurately calculating BP from PTT is extremely difficult without controlling some of these factors. Calibration is one of the viable methods addressing this issue.
A simple one-point calibration which uses a fixed BP shift to make up the bias of an empirical formula is proposed in [20] . Some other empirical formula-based works have investigated adaptive Kalman filter for continuous calibration [21] and Hilbert-Huang transformation for better PTT generation [22] . Apart from the empirical formula-based method, linear regression is also applied to derive the relationship between BP and PTT [23] , [24] . However, first, there is no clear justification behind the assumption of a linear relationship for PTTbased BP estimation. Second, most PTT-BP relationship studies are done while assuming only one posture. Finally, one of the most important reasons for the demand of continuous calibration in empirical formula-based methods is the lack of the ability to track the height difference between heart and measurement position.
The main contributions of our study are as follows: 1) Multiple closed-form regression relationships between BP and PTT are investigated. 2) Analysis of the effects of intersubject and posture variations on the BP estimation validating the need of training for each individual and each posture. 3) Method to detect height difference between the heart and the point of measurement is designed to provide feedback to the user in order to correct the arm position in real time.
II. BACKGROUND
Every time the heart beats, there is a rush of blood from the heart to all parts of the body. The speed of this movement is directly proportional to the BP. So the time taken for the blood to travel from heart to any specific location in the human body is inversely proportional to BP and this corresponds to the PTT. The speed of this travel corresponds to the pulse wave velocity (PWV). By measuring PTT noninvasively and continuously we can then estimate SBP and DBP.
A. Definition of PTT
PTT can be defined as the time between the ECG "R peak" and the corresponding maximum inclination in the PPG [9] . This is illustrated in Fig. 2 , which shows filtered ECG and PPG waveforms from BioWatch. PTT divided by the distance of travel, which is approximately the arm length in our case, gives us the PWV. The PTT measured here also includes the PEP, which is the interval between the onset of the QRS complex in ECG and actual cardiac ejection of the blood from the heart. Ideally, we would have to remove PEP from PTT to get the true PWV.
According to [25] , PEP varies with different postures. Since our method calibrates and trains the PTT-BP equation to each individual and posture, this should eliminate the effect of PEP on the resulting BP. Keeping this in mind, we decided not to take the extra burden to measure PEP separately.
III. HARDWARE DESCRIPTION
Our first goal was to integrate both ECG and PPG measuring devices into one unit in a wrist watch form factor. The platform used for BioWatch is designed by our lab, the Embedded Signal Processing Lab (ESP), in partnership with Texas Instruments (TI). In an earlier project called Health Hub for TI, we developed a wrist watch-based heart rate and SPO2 monitor. In that system we used a flat PPG sensor with both IR and red LEDs. Taking this design as the base we added the ECG circuitry. To get the ECG signal across the heart we need two differential electrodes making contact with the body on opposite sides of the heart. A third bias electrode is also required for this system to bias the signals to within proper operating range for the amplifiers. The positive differential electrode and the bias electrode are placed underneath the watch where they will make contact with the left arm and the negative differential electrode is placed on top so that the user can touch it with the right hand.
BioWatch comes with two analog front ends (AFE): the TI ADS1292 for acquiring ECG signal and the TI AFE4400 for reading PPG. The board also contains a nine-axis (accelerometer + gyro + magnetometer) MEMS inertial sensor (MPU-9150 from InvenSense, Inc.), which allows to sense body movements and detect posture. More details of the hardware and its operation are available in our earlier papers [26] , [27] .
IV. METHODS
As a first step to validate our hardware, we verified the correlation between the measured PTT and SBP, as well as between PTT and PP. We then looked into how SBP and PTT changes for different postures on different individuals. Conclusions from these steps led to the training of PTT to BP equations for each individual and for each posture. This training was done to generate fitted equations for SBP and DBP. The results were analyzed to quantify how much the specific posture and subject training affected the resulting BP calculation. Finally, the accelerometer data available from BioWatch were used to develop arm position detection techniques.
A. Measuring Reference BP
Using a reference device, the Colin Continuous Blood Pressure Monitor CBM-7000, arterial blood pressure (ABP) is measured continuously from the radial artery. More details of this reference device are provided in Section V-A. Fig. 3 shows the beat to beat ABP. In a window of one heartbeat, the peak of the measured signal corresponds to the SBP, whereas the valley corresponds to the DBP. The difference between these corresponds to the PP. We use this to get beat-to-beat reference measurements for BP.
B. Translating PTT to BP
We know PTT is correlated with SBP and PP, and the exact relationship is a function of various factors such as age, height, thickness of blood vessels and so on. Instead of identifying all the factors and coming up with a fixed relationship, we train equations using curve fitting and regression techniques to capture this relationship in a training dataset. This method also allows us the flexibility to easily generate different equations for different postures, which we will show to be important.
The PTT from BioWatch is measured along with the ABP from a reference device which gives us the ground truth. PTT can change depending on individual arm lengths but PWV can give a better stable value across different individuals having the same BP and will also help in comparing results across different individuals. So before beginning the curve fitting process, the PTT is first transformed to PWV as defined below
Here, d is the distance from heart to the wrist and is calculated as 50% of the height of the individual [20] . This measure is also supported by studies such as [28] where a high correlation between arm-span and body height is shown.
We attempted five different types of function formats for the fitting function that was to be trained. The equations were of varying complexity and the idea was to compare their performance in capturing the relationship between PWV and SBP (or PP) and see which equation type would provide the optimum balance between complexity and accuracy. One common fitting function is polynomial regression as described below
Here, k is the order of the fitting function, x is the PWV and y is either the SBP or PP, depending on which reference was used. In this study, we attempted only polynomial equations of orders 1 and 2.
In [9] , BP is calculated as 70% of the total pressure drop ΔBP in the body, where ΔBP is calculated as shown below.
Here, ρ is the density of the blood, d is the distance from heart to the wrist, g is the gravity of earth and h is the height difference between the two sites: the heart and the wrist. We trained a generalized equation based on this BP model as defined below 
where x is the PWV, y is the SBP (or PP) measure and a, b are constants which are determined by the curve fitting process.
In addition, we also tested two exponential equation formats. Table I summarizes all the equations used to train the fitting function. Parameters a, b and c are determined after the training. Evidently, more complex equations would be able to fit a given training dataset better, but there are two factors that would favor opting for a simpler equation. First, the system is expected to be a real-time implementation on a wearable device with a microcontroller, thus restricting its ability to perform complex computations. Second, simpler equations would be less susceptible to overfitting to a particular training dataset and proving less effective for the remaining testing data. We also primarily considered polynomial and exponential equations since many previous works like [9] and [20] used similar models.
In order to test and compare the performance of the trained equations, the dataset is divided into ten segments and nine were used for training. The effectiveness of each equation is tested on the untrained segment. A ten-fold cross validation is done to compute the root mean square error (RMSE) between the calculated SBP and the actual measured SBP as measured by the reference device. The process is also repeated for DBP; the trained estimate of PP is subtracted from the corresponding trained estimate of SBP to get the calculated DBP which is then compared to the reference DBP. This procedure is repeated for all three postures on all subjects.
C. Position Detection
While measuring the PTT, users are encouraged to keep their arm with BioWatch, across the chest at position C as shown in Fig. 4 and this is the position used for training the equations. Changing this position every time the user measures the BP can lead to less accurate results. Studies show that differences in the height of the sensor position relative to the heart can change the PTT values [29] . We verified this phenomenon using a simple test: We asked one subject to keep the arm in five different positions, as shown in Fig. 4 , and measured the PTT and resulting BP measure for each position. This test was conducted over a span of two to three minutes and the results detailing the BP variation are shown in Table IX in Section VI-E. After this experiment we heuristically defined a range of ±2 cm as the acceptable arm position deviation from the training position for results to remain consistent. A wider range means the BP measurement will be less reliable and a shorter range can make proper positioning of the arm difficult for the user. We wanted to correlate this range of acceptable arm position with a range of values on the accelerometer. The three-axis acceleration is captured by the accelerometer on the BioWatch and is sent to the PC during the data collection. Since the BP is measured when the subject is stationary (e.g., standing, sitting and supine), the accelerometer only measures the effect of gravity on the three axes. In this study, the accelerometer orientation and position are assumed to be fixed as the user is expected to wear the watch in a relatively similar fashion each time. This meant that arm position changes along the plane as shown in Fig. 4 were captured best by the y-axis readings of the accelerometer, denoted as g y , and this is effectively the projection of gravity along the y-axis. To define the acceptable g y range we used the lower arm length (defined as the length from the elbow to the wrist where the subject has worn the BioWatch), g y value during training, the gravity of earth g and the previously defined range of acceptable sensor height change (±2 cm). In Fig. 5 , CA is the arm position during training, CF is the upper limit of the arm position and CD is the lower limit. In other words, arcs FA and AD are 2 cm long in our case.
We can then see that
where θ is the angle made by the arm to the axis of gravity. The angle φ corresponding to each arc of 2 cm is computed as follows:
It is then trivial to obtain all the other relevant angles. Finally, the upper g y limit can be computed as follows:
Here, g y is the projection of gravity on the y-axis when the arm is placed at the upper limit of the sensor height change and θ is the corresponding angle made by the arm to the axis of gravity. Similarly, the lower limit of g y is also computed. Here, we assume that the position of the elbow is relatively fixed.
Using this method, we find the acceptable range of g y for each individual during the training phase. This range can then be used to indicate to the user whether they are placing their arm properly during the BP measurement. The application can indicate to the user whether they should move their arm up or down to bring it to the proper position. It must be clarified that the current system is limited to detecting this particular movement of the arm up and down across the chest; we assume that the arm is still close to the chest and the elbow remains in the same position.
We also further looked into our device to see how accurately it can classify the arm position using y-axis accelerometer data. In a separate more comprehensive test, readings for g y were taken in several different arm positions and a k-nearest neighbor (k-NN) classifier was used to classify each g y value to one of about 16 different arm positions. To be sure, k-NN classifier is used merely to validate our accelerometer's accuracy in the absence of a golden standard. The classifier is not used as part of the angle or gravity measurements and is not part of the usual signal processing flow of BioWatch. The experimental protocol is explained in detail in Section V-C while the accuracy of the classifier is reported in Section VI-E.
V. EXPERIMENTAL SETUP
The experiments for gathering PTT and BP data were conducted at the University of North Texas Health Science Center. A total of 11 healthy subjects participated in the experiment and written consent was obtained from all of them. The protocol and consent were approved by the IRB at the UNT Health Science Center. The tests for position detection were conducted at the University of Texas at Dallas with a total of four subjects participating in it. The protocol and consent were approved by the IRB at the University of Texas at Dallas.
A. Measurement Procedure for PTT-BP Study
For measuring the PTT and the reference BP we needed to use both hands of the subject. BioWatch was worn on the left wrist to collect both ECG and PPG. With the help of a trained technician we used the Colin Continuous Blood Pressure Monitor, CBM-7000 as the reference device for ABP. It collects beat-to-beat ABP from the radial artery using the right arm and the right wrist. This device is itself calibrated to a standard BP cuff at the beginning of each measurement cycle and then continues to collect indirect ABP from the wrist using its wristworn module. The ABP recorded is sent to the PC through BIOPAC MP150, which also records another ECG signal from the subject simultaneously. This ECG is taken across the heart and is also used to align the data from both BioWatch and reference device. To control the height of the sensor and keep it consistent, we decided to keep all the measurements at chest level. Since in this experiment the right arm was used to collect the ABP, we used a wire connecting from the top ECG electrode to the right hand to complete the electrical connection for ECG on the BioWatch.
B. Protocol for PTT-BP Study
Once the subject is ready for data collection he/she is asked to assume the standing position for the first set of data collection. Our aim was to make sure that the BP is accurately measured during normal conditions as well as during periods of fluctuation of BP. Keeping this in mind, we added the Valsalva maneuver to the experimental protocol [30] . This helps in bringing sharp changes in BP for a brief amount of time. The Valsalva maneuver required the subject to exhale against the closed airway after the maximal inhalation (at the maximal lung volume) to induce the required change. The subject is at rest during the first 4 min of the data collection. This gives us enough time to get the PTT and BP measurements dusing normal conditions. After that, the Valsalva maneuver was performed five times. A 45 s to 1 min gap is maintained between each one. The total time taken for data collection for one posture for each subject is around 10 to 12 min. This same procedure is repeated in sitting position and supine position. The collected data were imported to MATLAB for further processing. The reference SBP and DBP are also obtained from the ABP device. With the help of the two ECG signals from both BioWatch and the reference device, the data can be aligned. The data are visually checked and any data segments with motion artifacts are removed for accurate PTT calculation. Using the calculated PTT and the reference SBP and PP, we trained PTT-SBP and PTT-PP equations. For validation, we found the RMSE between the calculated BP and the real measured BP on an untrained data segment. Fig. 7 shows the PTT and SBP measured simultaneously during the Valsalva maneuver and the results are reported in Section VI.
C. Protocol Used for Development of Arm Position Classifier
For this test, we used three test subjects. We noted their arm length, initial arm position, position A in Fig. 6 , which is used for training and the corresponding y-axis measurement g y . Using these measurements, the allowable g y range is calculated using the methods described in Section IV-C. The subject is asked to keep his/her arm in different positions 2 cm apart. Measurements in each position were repeated five times and the corresponding g y values were noted. A total of 15 to 17 positions are used for test, as indicated by the circles in Fig. 6 where every two circles are 2 cm apart. Using k-NN algorithm and leave-one-out cross validation (LOOCV), we further use this data to see how well the device can classify among these positions. We used four out of the five values in each position as the training set and the left out value from each position is tested and classified using the k-NN algorithm and this is repeated for each of the five values as per LOOCV.
VI. DISCUSSION AND RESULTS

A. Correlation Between PTT and BP
As expected, we observed a negative correlation between PTT and SBP. The highest negative Pearson correlation coefficient we observed was 0.88 and the lowest negative correlation coefficient was 0.25. Taking average across the 11 subjects, the observed negative correlation coefficients were 0.64, 0.55, and 0.74 for supine, sitting, and standing postures, respectively. The fact that the correlations were different for each subject and posture shows that any calibration or algorithm developed to calculate BP from PTT needs to take into consideration both the posture and the individual. Fig. 7 shows how PTT varies as SBP varies for one of the individuals during the Valsalva maneuver. We also found that the average correlation coefficient between PTT and reference DBP was as low as 0.38 ± 0.21 confirming the findings from previous studies. The correlation coefficient between PTT and PP on the other hand was 0.65 ± 0.17, thus making it a good proxy to train and use to estimate DBP. Table II shows the mean systolic BP from the reference device and mean PTT collected during each posture for each individual. Each value is the average of the continuous SBP and PTT collected during the entire time segment for each posture. Table II shows how both SBP and PTT changes differently across different individuals. For example, in the sitting posture, Subject 1 and Subject 3 have the same SBP but their PTTs differ by 35 ms. Moreover, when the posture changes from sitting to standing, SBP increases in the case of Subject 1 but decreases in the case of Subject 3. The PTT however decreases for both subjects. Finally, Fig. 8 shows the scatter plot of BP and PTT for a single individual for three different postures and we can see there are significant differences. These observations indicate that a PTT-SBP equation trained for one posture/subject will not hold true for another. This notion will be further analyzed and quantified in Section VI-D.
B. Change in PTT and SBP During Posture Changes
C. RMSE
For each subject, we trained the PTT-SBP equation on data from each posture and calculated the SBP using this equation. Similarly, we trained PTT-PP equations and computed DBP using the calculated SBP and PP. The RMSE between the calculated BP from BioWatch and the actual measured BP from the reference device was computed on the untrained segments for each of the postures. These results are then averaged across all subjects for each of the fitting functions as shown in Tables III  and IV for SBP and DBP, respectively. We observed low average RMSEs across all postures ranging between 7.83 to 9.37 mmHg for SBP and between 5.77 and 6.90 mmHg for DBP. The maximal RMSE over all subjects and postures is 14.27 and 9.68 mmHg for SBP and DBP, respectively. The 95% confidence intervals for the RMSE for both SBP and DBP are shown in Tables V and VI . These results validate the feasibility of PTTbased BP measurement on a wrist-based device. Fig. 9 shows the fitted systolic BP and the measured systolic BP during the Valsalva maneuver for one of the subjects. Similarly, Fig. 10 shows the fitted and measured DBP during the Valsalva maneuver for a subject. In general, the DBP estimates were better, both in terms of average RMSE as well as the tightness of the confidence interval. Moreover, the "standing" position resulted in relatively poorer performance compared to the other postures.
If we consider the results across different fitting equations we do not find any large variations in performance between the equations. This means that in eventual deployment and online processing on a microcontroller, a simple equation might suffice. Fig. 11 shows the plot of PWV against the actual systolic BP and the fitted BP from the five fitting equations on one subject. The results are largely similar for DBP as well.
In [31] , authors conclude that calibration that accounts for a variety of possible BP points is important for the overall accuracy of the device. Accordingly, the PTT equations developed in this study is calibrated across a wide range of BP variations. The average SBP change during the Valsalva maneuver across all subjects is 90 mmHg. Consequently, the methods described here can be expected to provide more accurate results under varying conditions. 
D. Individual Specific and Posture Specific Training
Apart from the method, shown in Section VI-C, for generating Tables III and IV, we also generated Tables VII and VIII to test the importance of training the equation to specific postures and individuals. The equations were first trained using data from all the postures of the same subject. This equation is tested on the untrained segment of the data on each posture of the same induvidual. The RMSEs calculated using this method and their percentage increase from the Table III SBP results are shown in  Table VII . The increase in RMSE shows that a posture specific training always yields better results than training without regard to posture.
We also wanted to evaluate the results when training the equation on the same posture across all subjects. This equation is then tested on the untrained data from the same posture of each individual. The results in Table VIII again show a significant increase in the RMSE. This led to the conclusion that not only posture-specific, but also individual-specific training significantly improves the performance of the system. Table IX shows the value of PTT, SBP and g y measured on one individual for the different arm positions defined in Fig. 4 . This test was done to confirm the effects of arm position changes on the PTT. Here, the SBP is calculated from the measured PTT. The table shows that the PTT and BP changes significantly with different arm positions. About 15% change in SBP can be noted from position E to position A. A simple position detection of the arm can ensure that the accuracy is maximized.
E. Position Detection Accuracy
The g y value shown in position C in Fig. 4 is considered to be the proper position of the arm. This value will differ slightly between individuals since the arm length and other body characteristics of each individual can be different. During the training phase for each individual this g y value is recorded and the acceptable range of g y is calculated (as explained in Section IV-C) to indicate proper arm position for any future readings. The GUI displaying the measured BP can then indicate whether the user has placed the arm in the proper position that was used for training by simply monitoring the g y value of the accelerometer and ensuring it is in the correct range.
To test the effectiveness of this arm position detection based on g y measurements, we tested the accuracy of the k-NN classifier defined previously in Section V-C. The value of k is set to be the total number of positions tested for each subject, which varied from 15 to 17. Any time there is a tie between two or more sets of neighbors belonging to different classes, we choose the class with the set of neighbors that has the lowest cumulative distance to the tested input. When evaluating the ability to classify within ±2 cm of the actual position, the accuracy of the classifier was 98%.
The arm position detection described in Section IV-C can be used for both sitting and standing postures. Currently, this technique cannot be used for the supine posture since the effect of gravity on all three axes during arm movement remains the same and more sophisticated signal processing would be required. For arm position detection, the current implementation is just an initial foray to deal with certain arm position changes. Further improvement is also desirable by developing algorithms such that the PTT/PWV-BP equation adjusts itself with the change in the arm position. Such extensive techniques are not in the current scope of the study but will be investigated in the future.
VII. CONCLUSION
In this paper, we presented a wrist-based platform for continuous BP monitoring. The device measures PTT which is then converted to BP using appropriate fitting functions. We observed that PTT and BP values change significantly across different postures and different individuals. We proposed a unified method to train, develop and calibrate PTT-BP equation to each individual and posture. We are yet to evaluate the long term effectiveness of this approach and the necessity and frequency of future training or calibrations due to advancement in age and ailments. However, in the short term, this method gives us a way to measure individual and posture calibrated BP without the need for considering many other characteristics such as PEP, age, etc. RMSEs in the range of 5.77 to 6.90 mmHg for DBP and 7.8 to 9.37 mmHg for SBP are obtained using the described techniques. This method also relies on correct arm position when measuring BP and we have provided a built-in solution based on an accelerometer to automatically detect the arm position with an accuracy of 98%. The proposed noninvasive wireless solution of BioWatch could potentially provide a convenient, wearable solution for continuous BP monitoring. His research interests include design and development of wearable and reconfigurable health monitoring devices as well as signal processing techniques to assess the quality and reliability of the acquired signal.
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